Background
Methods
Standardized human blood clots were equipped with a drainage catheter and weighed before and after 4 treatments: control (drainage only), rtPA only, ultrasound only and the combination of rtPA+ultrasound. The effectiveness of ultrasound was further analysed in terms of optimal frequency, duration and distance to the probe. Temperature and acoustic peak rarefaction pressure (APRP) were assessed to analyse potential adverse effects and quantify lysis. Histo-morphological analysis of the treated clots was performed by H&E staining and confocal laser scanning microscopy using fluorescent fibrinogen.
Results
The combined treatment rtPA+ultrasound achieved the highest lysis rates with a relative weight of 30.3%±5.5% (p 0.0001) compared to all other groups. Similar results were observed when treating aged clots. Confocal fluorescent microscopy of the treated clots revealed a rarefied fibrin mesh without cavitations. No relevant temperature increase occurred (0.53±0.75˚C). The optimal insonation treatment time was 1 hour. APRP measurements showed a lysis threshold of 515.5±113. 4 
Introduction
Spontaneous intracerebral haemorrhage (ICH) represents 10-15% of all strokes and is a major cause for death and disability in industrialized countries. As the incidence of ICH is increasing in recent years novel therapies are needed [1, 2] . A fast reduction of elevated intracranial pressure (ICP) is important to prevent further damage, once ICH occurs [3] . Reduction of blood volume and blood degradation components in fact seem to decrease secondary brain injury, especially perihematomal edema (PHE) [4] . The optimal ICH treatment strategy remains, however, a matter of debate. While the STICH-trial (surgical trial in intracerebral haemorrhage) failed to show benefits by open evacuation of deep seated hematomas in comparison to conservative therapy it did show a benefit of surgical hematoma evacuation in selected cases of lobar ICH [5] [6] [7] . A phase III trial (MISTIE III) is investigating the outcome after minimally invasive catheter-based lysis of ICH with recombinant tissue-type plasminogen activator (rtPA). Previous clinical trials have already proven the effectiveness of this method concerning volume reduction [8] [9] [10] . However, when reporting on the MISTIE II-trial, Morgan et al. noted that a sufficient hematoma volume reduction (which correlates with a better clinical outcome) could only be achieved in a small subgroup of patients despite long treatment periods [4] . Therefore, the question arises whether catheter-based hematoma evacuation could be improved to enhance efficacy. In our previous in vitro study we found that an rtPA dose of 1 mg led to optimal results, independently from the actual clot size [11] . Incubation time of 15 minutes resulted in a relative end weight of approximately 50% after a single rtPA application [11] . These findings suggest that low rtPA doses might suffice. A lower affective rtPA dose would be preferable, as possible dose dependent cytotoxic effects of rtPA (increased perihematomal edema) have previously been described in clinical and experimental settings [12] [13] [14] . Furthermore it can be assumed that higher rtPA doses lead to a faster consumption of the rtPA binding partner plasminogen and thus render excessive rtPA doses ineffective [15] . During the last two decades a number of studies investigated the combination of systemic rtPA-fibrinolysis and transcranial ultrasound in the treatment of ischemic stroke. These studies demonstrated the potential of ultrasound for intravascular clot lysis, but also possible side effects, such as an increased brain edema and ICH [16] [17] [18] [19] [20] [21] . Several studies have analysed the effectiveness of ultrasound assisted lysis by measuring acoustic peak rarefaction pressure (APRP) which is the main factor influencing sonothrombolysis [15, 17, 22] . One clinical trial showed an increased lysis rate in nine ICH patients using rtPA in combination with ultrasound (2 MHz probe with circular sonography mechanism on the tip of the catheter) [23] . This catheter provided no simultaneous ultrasound imaging. Yet higher ultrasound frequencies, like those used for high definition ultrasound imaging (up to 10 MHz) have not been tested for the lysis of ICH derived blood clots. The advantages of high frequency ultrasound are that it can be simultaneously applied for high-quality imaging in B-, Doppler-and Duplex-mode [24] and it has a smaller radius of ultrasound energy-distribution, which protects surrounding brain tissue [25] . A further point of interest is that the effectiveness of ultrasound clot lysis has not been investigated in relation to the age of blood clots.
This study systematically analysed the effectiveness of ultrasound and rtPA treatment for the lysis of blood clots in vitro. Different combinations of ultrasound and rtPA administration were applied in an in vitro clot system. The goals of our study were: (1) achieving higher overall lysis rates, (2) establishing an application of individualized sonothrombolysis using a specific frequency of ultrasound according to clot size, (3) improving lysis of old clots, (4) and monitoring of clot lysis by real-time ultrasound imaging.
Material and methods

In vitro clot system
The in vitro clot system used in this study has been previously described in detail [11] . Briefly, 25 ml of blood was collected from the cubital vein of healthy volunteers into 20 ml syringes (BD Discardit, Germany). After adding 10 IE of thrombin (bovine plasma thrombin, Sigma, Germany; final concentration 10IE/500 μl), the blood was mixed, poured in a balloon and placed in an incubator 1.5 h at 37˚C (Heraeus Instruments, Germany). This procedure created a solid clot with a minimal liquid serum part, which was separated from the clot using a fine mesh. Before and after treatment clots and serum fraction were weighed separately. The resulting clot and serum was put in a tightly closed balloon again. Afterwards clots were randomized to the different treatment groups.
A lysis catheter (Smiths medical, Ashford, Kent, UK) was placed into all clots. In cases of ultrasound treatment an endosonography probe (AcuNav, Biosense Webster, 10 F) and a shortened urinary catheter (Unomedical, ConvaTec, UK, CH. 16) (6 holes with 3 mm diameter) were used. The endosonography catheter was placed through the shortened urinary catheter.
The catheter was connected to a gravity based drainage system (Neuromedex1 GmbH, Switzerland). A water bath was constantly monitored by a thermometer (PH Meter, WTW GmbH, Germany) and kept at 37˚C. Clot containing balloons were placed 10 cm below water surface to create the surrounding pressure equivalent to that of the intracranial cavity (Fig 1) .
After completion of treatment according to the specific protocols of each group, the drainage system was opened and the liquefied blood was drained. As mentioned, after treatment clots and serum fraction were weighed separately again. We defined relative clot weight as weight after treatment in percent of clot weight before treatment.
Sonothrombolysis
A 10 F endosonography probe (AcuNav, Biosense Webster1) was used in combination with the ACUSON SEQUOIA™ 512 ULTRASOUND SYSTEMS Siemens. The probe was placed via the drainage catheter in the clot core for sonothrombolysis. The endosonography probe has a cone shaped field of view (22˚x 90˚) absorbing ultrasound laterally. Ultrasound treatment was performed for 1h, while after 30 min it was turned 180˚in order to reach a maximum field of the clot (Fig 1) Comparison of spontaneous lysis, rtPA lysis, sonothrombolysis and combined treatment
In the first analysis we investigated the lysis rate in different treatment groups. Group 1 (control) received no treatment (n = 10, 25ml clots); Group 2 received 1 mg rtPA (n = 10, 25 ml clots); Group 3 was treated for 1 h by 10 MHz ultrasound in B-mode (n = 10, 25ml clots); Group 4 received the combination of 1 mg rtPA and 1 h 10 MHz insonation (n = 10, 25ml clots). The insonation time of 1 h was chosen based on literature reports of transcranial sonothrombolysis [19, 26] . Furthermore the frequency of 10 MHz was selected for initial experiments because of our previous experimental experience with the endosonography probe on its imaging potential [24] . Drains were opened after 1 h treatment (treatment groups and controls alike) for gravity-propelled drainage for 15 min. Then we compared all groups with respect to relative clot end weight.
Total volume of carrier (0,9%NaCl) and rtPA was 5 ml to exclude possible effects of different carrier volumes.
Morphological analysis
Following the experiments remaining blood clots of each group (n = 3) (control, rtPA, ultrasound, ultrasound+rtPA) were fixed with 4% paraformaldehyde solution, embedded in paraffin, sliced and stained with haematoxylin and eosin (H&E) (n = 5 images per clot).
For fluorescence imaging of the fibrin mesh 5 ml blood clots were produced as described above with one difference. Before incubation for 90 min, 24h or 48h (n = 3), 0.5 mg of fibrinogen from human plasma, Alexa Fluor1 488 conjugate (Thermo Fisher Scientific, Germany) (0.5 mg/ 0.33ml) was added to 5 ml of blood. After the treatment the liquid part was separated from the clot by a fine mesh. For fluorescence imaging no drainage was used in order to save the structure of the clot. Immediately after treatment the clots were fixed in a 4% paraformaldehyde solution (4˚C).
Confocal microscopy was performed (n = 2-10 images per clot) using a Zeiss CLSM710-NLO with Zen2009 software. All images, randomly chosen, were collected using identical settings and magnification.
Effectiveness of ultrasound and rtPA+ ultrasound lysis for clots of different age
Clots of different age were prepared as described above adding different incubation times (1.5 h, 24h and 48h; three clots per group). These clots were insonated as described above for 1 h. This was repeated three times. The same procedure was performed with additional administration of 1 mg rtPA (n = 3). After each treatment round the liquefied part was drained using gravity-propelled drainage for 10 min. All clots (n = 18) were weighed before and after each treatment cycle.
Optimal treatment time
To investigate the optimal treatment time for clot lysis, clots were treated with ultrasound (10 MHz) or ultrasound in combination with rtPA (1 mg) for 5, 15 and 30 minutes respectively (number of clots for each group n = 3). The clots of the control group (n = 3) were incubated in the water bath for each time periods.
Following half of the insonation time ultrasound probe was turned 180˚insonating the opposite side of the clot. After treatment the lysis catheter system was opened for 15 min for gravity propelled drainage. Relative weight was assessed following treatment. The relative weights after the different treatment times were compared to the values of the 60 min treatment (n = 10) of the previous experiment.
Lysis radius of different ultrasound frequencies
Blood clots were submerged 10cm deep in a 37˚C water bath and treated for 1 h with ultrasound. The ultrasound probe was positioned in varying distances from the clot (0-8 cm in 1 cm steps, clots per group n = 3-6). 0 cm distance to probe was defined when the endosonography probe was placed in the clot core. The endosonocatheter was turned 180˚after 30 min (Fig  1) . Placing the ultrasound catheter directly adjacent to the clot was defined as a 1 cm distance. In this distance the probe was put on the opposite side of the clot after 50% of the insonation time because of the cone shape (22˚x 90˚) distribution of ultrasound probe. In further distances (2-8 cm) the clot was completely insonated.
These experiments were repeated for varying ultrasound frequencies (B-Mode: 10, 8.5, 7.5, 5.5 MHz). All clots were weighed before and after treatment and the relative end weight of the solid part was compared to each other and to the control group (clot with drainage only, n = 3). Control clots achieved a relative end weight of 70%. Therefore the lysis amount of 30% was defined as autolysis. When clots located distant to the ultrasound probe only reached a relative end weight of 70% no therapeutic effect was attributed to insonation and the distance from probe to clot was then interpreted as the lysis radius or perimeter of the lysis.
Acoustic peak rarefaction pressure (APRP) measurement in ultrasound application
To investigate the distribution of ultrasound in space the acoustic peak rarefaction pressure (APRP) was measured in a brain phantom, consisting of 3.5 l agarose gel (Sigma Aldrich, Germany) [27] . The endosonography probe was placed in the phantom and APRP was assessed in 1 cm steps till a maximum distance of 8 cm to the probe by piezoelectric pressure transducers for high frequency measurements (PVDF Transducer M60-3L, Dr. Müller Instruments, Germany) and an oscilloscope (DSO-1062D digital-oscilloscope, Voltcraft, Switzerland). These measurements were applied to different ultrasound frequencies (B-Mode: 10, 8.5, 7.5, 5.5 MHz) and repeated three times by 2 independent investigators. Additionally the whole set of measurements was repeated in a 37˚C water bath. Every value was related to a baseline measurement by a hydrophone (Müller-Platte Needle Probe M60-1, M60-3, Dr. Müller Instruments, Germany).
Temperature recording during insonation
Temperature monitoring was performed in the brain phantom described above. Spatial temperature changes were recorded in 1 cm steps from 0 till 8 cm distance to the ultrasound probe by a thermometer (PH Meter, WTW GmbH, Germany) every 10 minutes (max 1 h). Two independent investigators assessed the values applying different ultrasound frequencies (B-Mode: 10, 8.5, 7.5, 5.5 MHz) three times (n = 3).
Statistical analysis
Statistical analyses were performed with GraphPad Prism (version 6.0). Comparative analyses were performed by One Way Analysis of Variance and for post-hoc comparisons report adjusted p values according to the Tukey -Kramer multiple comparisons procedure. 95% confidence intervals for all parameters were reported. Two-sided P-values below 0.05 were considered as statistically significant. Results were reported as mean ± standard deviation. We performed all pairwise posthoc comparisons according to the Tukey-Kramer method and reported adjusted p-values.
For statistics of lysis radius of different ultrasound frequencies we used a non-linear regression by a three-parameter logistic model and estimated the top-value of the upper plateau with 95% confidence intervals based on the fitted model. Each top value was defined as lysis threshold. The top values are reported as mean ± standard error.
For statistical analysis of the lysis radius of different ultrasound frequencies we fitted a non linear regression by a three-parameter logistic model and estimated the top-value of the upper plateau with 95% confidence intervals based on the fitted model.
Results
Comparison of spontaneous lysis, rtPA lysis, sonothrombolysis and combined treatment
The control group without treatment had a relative mean end weight of 75.7±10.6%, which shows an autolysis after 1 h of incubation. Clots treated with 1 mg rtPA (group 2) showed a relative end weight of 47.6±7.9, clots treated with ultrasound for 1 hour (group 3) had a relative end weight of 51.1±7.3%, and clots treated with a combination of 1 mg rtPA+ 1 hour ultrasound (group 4) showed the significantly lowest relative end weight of 30.3±5.5% (p 0.0001) compared to all other groups. All treatment groups had a significant lower relative weight compared to control group (p<0.0001). Ultrasound alone and rtPA alone achieved similar lysis rates (Fig 2, S1 Table) .
Morphological analysis
The histomorphological analysis of H&E stained clots revealed no structural changes between the different treatment groups (Fig 3A-3D ). Especially no cavitations were seen as a potential side effect of the insonation.
The laser scanning confocal microscopy images revealed no difference between the control clot, the rtPA treated clot, and the ultrasound treated clot. Only the combined treatment resulted in a rarefaction of fine fibrin fibers between robust fibrin formations ( Fig 3E-3H and 3I-3P ).
Effectiveness of ultrasound and rtPA+ ultrasound in clots of different age
The clot weight did not differ significantly from 90 min, 24 h and 48 h aged clots (16.8±1.15 g; 17.48±1.45 g; 17.14±1.7 g, mean and standard deviation) (Fig 4A) .
The confocal microscopic fluorescent images of the 48 h old clots tended to a more compact structure of the fibrin fibers compared to 90 min and 24 h old clots (Fig 4B-4D ). Insonation alone is significantly less effective in old clots. Relative end weight of 90 min clots was significantly lower compared to 24 h (p = 0.0188) and compared to 48 h clots (p<0.0001) during the first treatment. Repetitive treatments demonstrated a decreasing lysis rate. The first treatment showed the highest impact on lysis, while the second and third treatment cycle resulted in low lysis rates in 24 h and 48 h clots compared to 90 min clots (Fig 4E, Table 1, S2 Table) .
The combined treatment is most effective in aged clots. Interestingly there are no significant differences in old clots compared to fresh clots in every treatment cycle (Fig 4F, Table 2,  S3 Table) . Here also the first treatment is most effective. Lysis of old clots (24 h, 48 h) with the combined treatment was significantly better compared to lysis of old clots with ultrasound alone in every treatment cycle (p<0.0001). In contrast to ultrasound alone the combination therapy lead to higher lysis rates during repetitive treatments, but similar to other treatment modalities, the first treatment cycle seems to be the most effective. After the third combined treatment 90 min clots, 24 h and 48 h clots are significantly lighter compared to 90 min clots treated with ultrasound alone (p<0.0001).
Optimal treatment time
The control group showed a relative weight of approximately 70% independent from treatment time. The isolated treatment with ultrasound for one hour showed significantly better results compared to the treatment for 5 min (p = 0.0002) and compared to the treatment with (Fig 5, Table 3 , S4 Table) . The combined treatment showed a clear superiority for the one-hour treatment time. For comparative reasons we continued with a treatment time of one hour with respect to the isolated use of ultrasound although 30 min seems to be sufficient.
Lysis radius of different ultrasound frequencies
Relative end weight of the control group was 69.7±2.8% (mean standard deviation) hence approximately 30% is attributed to autolysis. Sonothrombolysis (one hour) with different frequencies (10 MHz, 8.5 MHz, 7.5 MHz, 5.5 MHz) reaches a top value of effectiveness of approximately 70% relative weight with different distance to probe (Fig 6, Table 4 ). These top values are in line with the relative end weight of the control group. A fitted non-linear regression by a three-parameter logistic model was used. For every frequency the top value of the curve was defined as a threshold, where the lysis radius was determined (10 MHz: 69.3±2.3%, 8.5 MHz: 69.6±4.2%, 7.5 MHz: 68.9±4.4%, 5.5: 72.6±10.7% MHz). Consequently lysis radius of 10 MHz was averaged 5 cm, of 8.5 MHz 6 cm, of 7.5 MHz 8 cm and of 5.5 MHz >8cm.
Acoustic peak rarefaction pressure (APRP) measurement in ultrasound application
APRP measurement showed an almost linear decrease by increasing distance to probe (Fig 7,  Tables 5 and 6 ). Measurements in the water bath did not differ significantly from measurements in the agar brain phantom. As supposed higher frequencies showed less APRP and lower lysis radius. The frequency of 5.5 MHz showed the most nonlinear measurments with Treatment of ICH using ultrasound and rtPA the highest standard deviation. The mean APRP defining the lysis threshold was 516±113 kPa (n = 12 APRP-measurements at the outer edge of the lysis radius of each frequency: 10 MHz, 5 cm: 428±29 kPa; 8.5 MHz, 6 cm: 572±164 kPa; 7.5 and 5.5 MHz 8cm: 585±44 kPa; 477±125 kPa). Assuming that there is one lysis threshold for each frequency 10 Mhz ultrasound has a lysis radius of 4.5±0.5cm, 8.5 Mhz has a lysis radius of 6.5±0.5cm, 7.5 Mhz of 8.5±0.5cm and 5.5 Mhz of 7.5±0.5cm ( Fig 7C, Table 7 ). These values correspond with the lysis radius detected by insonation of blood clots.
Temperature measurement in ultrasound application
Application of ultrasound led to a maximum temperature increase of 0.53±0.75˚C with 7.5MHz directly next to the ultrasound probe ( Fig 7E, Table 8 ).
Discussion
Although several trials have investigated rtPA lysis in ICH [8, 9, 13, 28] and one clinical trial used combined rtPA and sonothrombolysis in ICH-patients [23] systematic studies to determine optimal rtPA doses and especially ultrasound modalities are lacking. One of the reasons for this might be the absence of standardized, highly reproducible clot models. While Treatment of ICH using ultrasound and rtPA introducing a simple, highly reliable in vitro clot model in our recent paper [11] we applied this model here for establishing clear relations between clot lysis by rtPA in combination with the use of different ultrasound modalities (such as frequency and distance of the probe). Besides we could investigate the effect of clot age (in vitro) on the effectiveness of clot lysis therapies. The answers found using the in vitro model might reduce the number of animal experiments required and help optimize conditions for further clinical trials on ICH [11, 29] as well with other experimental and clinical studies. Treatment of ICH using ultrasound and rtPA
The application of ultrasound alone and administration of rtPA alone resulted in a similar volume reduction of app. 50%. In contrast to these groups the combination therapy (rtPA+-ultrasound) achieved a significantly higher lysis rate and reached a volume reduction of app. 70% with only a single administration (Fig 2) . The result of the rtPA therapy alone is in line with our previous study [11] and with other experimental and clinical studies [8, 9, 12, 23, 28, 30, 31] .
The positive results obtained here to increase the fibrinolytic effect using a combination of rtPA and ultrasound leads to further questions: What would be the optimal ultrasound modalities in terms of treatment time and duration, frequency and lysis radius? Recent studies investigating recanalization of clotted arteries by ultrasound in stroke patients chose an insonation time of 1 hour [16, [18] [19] [20] [21] . Looking at the extent of clot lysis after distinct insonation times (5, 15, 30 and 60 min) with or without the additional use of rtPA, we assumed that the maximum extend of lysis is indeed reached after about 1 hour, agreeing with the insonation time applied Treatment of ICH using ultrasound and rtPA in the above cited studies to be effective. We found an optimal treatment time of one hour using the combined treatment (Fig 5) . Although we found that approximately 85% of lysis is reached after 30 min by the isolated use of ultrasound and although we previously reported of an optimal rtPA incubation time of 15 min [11] , for practical reasons and for reasons of comparability in this study rtPA was left in place during the complete insonation time, which was one hour for the combined treatment and for the isolated ultrasound use.
One in vitro study exists, which showed an enhancement of lysis by 10 MHz ultrasound only with additional use of ultrasound contrast agents (UCA) and rtPA [32] . An explanation could be the short insonation time of 10 min.
The only clinical study on combined treatment (rtPA+ intralesional ultrasound) on ICH so far used 2 MHz ultrasound without the possibility of intracranial imaging [23] . This could have however practical reasons, as 2 MHz is a common frequency regarding the transcranial application of ultrasound. For our experiments, focusing on the application of an intracranial ultrasound catheter, we were able to consider other ultrasound frequencies for sonothrombolysis Figures are mean ± standard error, three measurements per condition, lysis threshold of each frequency in bold.
https://doi.org/10.1371/journal.pone.0188131.t005 and tested the effect of frequencies up to 10 MHz (as used for intracranial imaging [24] ). 10 MHz indeed proved to be the optimal frequency in our in vitro experiments. When considering optimization of clot lysis the issue of clot age comes in view. Yet no data is available on the sonothrombolytic effect in relation to the clot age. While it is clear that in vivo the tissue surrounding the clot plays a role in clot formation and lysis, the center of larger blood clots, like those frequently encountered in ICH, are less prone to these changes and in vitro data might well help to understand and optimize lysis treatment. Untreated clots of different ages (90 min, 24 h and 48 h) were analyzed to assess the autolytic potential, especially induced by endogenous plasmin. Interestingly the clot weight did not differ significantly between fresh and older clots (Fig 4A) leading to the assumption that the main process of autolysis (70-80% relative end weight) takes place in the first hours. In this in vitro-system a longer incubation time did not resulted in a higher lysis rate. A fibrinolytic treatment was necessary to reduce clot weight (Fig 4E and 4F) . Similar to our previous results of the rtPA treatment [11] the ultrasound application alone was less effective in older clots (24 h and 48 h) than in fresh clots (1.5 h) (Fig 4E) . The morphological analysis of 90 min, 24 h and 48 h old clots showed a more compact mesh of fibrin fibers in the 48 h old clots. We assume that lower lysis rates in old clots can be attributed to the higher density of these clots. The compact clot provides a limited surface, which can be approached by rtPA molecules. Interestingly the combination of rtPA+ultrasound resulted in same lysis rate independent from clot age (Fig 4F) .
Furthermore 1 mg rtPA was equally effective independently of the clot size [11] . This phenomenon could also be the result of a limited clot surface, which could be reached by the catheter and the rtPA. The increasing enzymatic fibrinolysis with additional ultrasound use could be explained by mechanisms such as acoustic streaming [33] . There is evidence that ultrasound leads to a reversible only short-lasting disruption of cross-linked fibrin fibers. Temporary disconnection of fibrin fibers leads to a loosening of the clot density [15, 34] . Fibrinolytic agents Treatment of ICH using ultrasound and rtPA are able to stream into the clot, connect to additional binding sites and reach an irreversible rarefaction of the fine fibrin mesh (Fig 3I-3P) . The uptake of rtPA is accelerated by increased clot surface area [15, 34] . This process explains the superiority of the combined treatment, which could provide a promising minimally invasive therapy option for patients with ICH older than 24 h. As they often suffer from neurological deterioration, mass effect caused by edema, hematoma expansion or neurotoxicity of blood products in the further course of ICH [35] . Furthermore Pieters et al. described in their in vitro studies an ultrasound-induced transport of plasminogen from the outer plasma into the clot and also in transverse direction [15] . In our study the fluorescence microscopy visualized the fibrin mesh of the clot supporting the thesis of acoustic streaming. No structural differences were seen between the ultrasound treated and the untreated control clots, while combined treated clots showed a loosened fibrin mesh (Fig 3E-3H) .
To further characterize the space around the endosonography probe, in which lysis is possible, clots were insonated with different frequencies (10 MHz, 8.5 MHz, 7.5 MHz, 5.5 MHz). The analysis revealed that the higher the frequency, the lower the lysis radius.
A threshold and maximum perimeter for lytic effects can also be evaluated by measuring the APRP. In the literature these APRP values are very heterogeneously reported. Values range from 30 kPa up to 2.1 MPa, while they are calculated, estimated or measured using different frequencies (40 kHz-10 MHz) and different insonation durations [15, 17, 22] . We measured APRP for each frequency separately at the outer perimeter of lysis radius and found that our values were approximately 500 kPa (mean 515.5±113.4 kPa) (Fig 7C and 7D) . The question whether there is one APRP lysis threshold for other frequencies, not analysed here needs to be answered in the future by investigating other frequencies, which clearly differ from the frequencies applied during this study. The application of 10 MHz enables lysis within a radius of 4.5±0.5 cm (Figs 6B, 7C and 7D). Most common ICH of approximately 30-45 ml could be treated sufficiently using this frequency; bearing in mind that 10 MHz ultrasound provides the best imaging quality [24] . This finding is supported by the fact that for transcranial Doppler of infants with open fontanelle ultrasound frequencies of 5 to 10 MHz are preferred [35] . For larger ICH >45-60 ml [36] , depending on individual geometric configuration of ICH and catheter placement, the use of 8.5 MHz ultrasound with a lysis radius of approximately 7 cm is possible ( Figs 6B, 7C and 7D) . Interestingly, penetration depth of 10 MHz and 8.5 MHz correspond well with the assessed lysis radius [25] . For an intracranial application a larger lysis radius of approximately 8 cm (by 7.5 and 5.5 MHz) is not necessary. The measurements of the 5.5 MHz frequency showed the highest standard deviation concerning APRP values and lysis radius was not as high as expected. Increasing inaccuracy by growing distance to the probe could be an explanation for varying APRP values, so that these results should be interpreted with caution.
Potential tissue damage by temperature enhancement has been suggested as a side effect of ultrasound application [16] . Hence we assessed temperature increase around the probe at different frequencies, distances and time periods. In our setting we found a maximum temperature increase of 0.53±0.75˚C during insonation of one hour only using 7.5 MHz frequency close to the ultrasound probe. This supports the benefit of 10 and 8.5 MHz, while for the assessment of damage induced in the clot adjacent brain tissue our results have obviously to be combined with animal investigations, as any biological effects cannot be investigated in this in vitro model.
Adverse events of intracranial ultrasound should however not be underestimated. In a clinical trial 26 patients with middle cerebral artery occlusion underwent either rtPA therapy alone or rtPA+ultrasound (low-frequency transcranial ultrasound 300 kHz). The study had to be stopped prematurely, as 13 of 14 patients had signs of hemorrhage in MRI, 5 of those were symptomatic [18] . Brain edema, irritation of the blood-brain-barrier and tissue-necrosis are further possible adverse events of ultrasound applications, which should be avoided [37, 38] .
For this reasons we adjusted our ultrasound probe to the lowest mechanical index (MI) (10 MHz: MI 0.55; 8.5 MHz: MI 1), as the MI is a function of APRP and frequency and thus an indicator for cavitation related bio effects [39] . Our APRP measurements did not exceed MI values on the display of our ultrasound device. A MI of 0.7 is known as the threshold for cavitation formation [40] . Apfel et al. suggested therefore in the TCD application an MI lower than 0.7 [39] , which corresponded to the MI of the 10 MHz ultrasound application in our study. Cavitations which arise in liquids as vaporous bubbles, have also been discussed as a possible intensifying mechanisms for sonothrombolysis [41, 42] . Nevertheless cavitations also bear the risk for perihematomal tissue injury as mentioned above [32] . In our in vitro 10 MHz treated clots the H&E staining showed no cavities (Fig 3A-3D) .
Advantages of catheter-based intralesional ultrasound application are the lower penetration depth of higher frequencies protecting surrounding tissue [25] . Compared to thrombolysis using transcranial Doppler (TCD) the use of intralesional ultrasound avoids absorption and attenuation of ultrasound waves by the bone barrier [16] . Moreover TCD application has the risk of standing waves and heating near the bone caused by the difference of impedance between bone and brain tissue [43] . An intralesional setting prevents this. In contrast to other catheter-based ultrasound systems [23] the endosonography catheter investigated in this study is suitable for simultaneous real-time imaging, which can be used for monitoring of clot size, or merged with anatomical CT or MRI scans for image-guidance [24] . In patients the application of real-time monitoring could reduce the necessity of dangerous transports of critical ill patients from intensive care unit to the CT.
Limitations
Results from this study have to be interpreted with caution. The in vitro clot model does not consider the perifocal intracerebral metabolic surrounding and the intracranial pressure situation in an ICH case. All experiments were performed by maintenance a pressure of 10 cm H 2 O. Though effects of ICP pulsations connected with blood pressure variations could not be adequately reflected in this clot system. The clots were generated from blood of healthy volunteers, which excluded the influence of antiplatelet and anticoagulant treatment as major risk factors of ICH's. Furthermore the oval and round shape of the clots does not resemble all configurations of ICH's. Despite these limiting issues, the clot system provides a valuable tool for systematic investigation.
Conclusion
Using our standardized in vitro clot system we could establish clear relations between clot lysis, rtPA and ultrasound modalities (alone and in combination with each other). Thus we could demonstrate the high effectiveness of catheter-based intralesional fibrinolysis with the combination of ultrasound and rtPA. Results were significantly better than in the control, ultrasound or rtPA group. One hour insonation using a high ultrasound frequency of 10 MHz in combination with rtPA was found to be safe, most effective and has an optimal lysis radius for intracranial use. Our findings need to be confirmed in a large animal model of ICH to evaluate biological effects on the clot and the surrounding brain tissue. The optimized treatment modalities determined in this study might however reduce the number of animals required and help to optimize future clinical trials.
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